In this article, we present a deflection measurement setup for Atomic Force Microscopy (AFM). It is based on a quadrature phase differential interferometer: we measure the optical path difference between a laser beam reflecting above the cantilever tip and a reference beam reflecting on the static base of the sensor. A design with very low environmental susceptibility and another allowing calibrated measurements on a wide spectral range are described. Both enable a very high resolution (down to 2.5 × 10 −15 m/ √ Hz), illustrated by thermal noise measurements on AFM cantilevers. They present an excellent long-term stability, and a constant sensitivity independent of the optical phase of the interferometer. A quick review shows that our precision is equaling or out-performing the best results reported in the literature, but for a much larger deflection range, up to a few µm.
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I. INTRODUCTION
Since its invention by Binnig, Quate and Gerber 1 more than 20 years ago, Atomic Force Microscopy (AFM) has turned into a mature technique widely spread in many domains (material sciences, biology, nanotechnology...). The detection scheme proposed in the original article was quickly dropped for handier optical methods. In the early ages of AFM, interferometric setups have been investigated by several authors as an option to measure the deflection of the cantilever [2] [3] [4] [5] [6] [7] . The introduction of the optical lever technique 8 however, much simpler to implement and still very sensitive, limited those techniques to a few specialized application where optical access to the cantilever is restricted (cryogenic experiments for instance) or the ultimate precision of the measurement is important [9] [10] [11] . Our setup belongs to this last category: we use thermal noise as a tool to explore nano-mechanics [12] [13] [14] [15] [16] [17] , and thus need a negligible detection noise to characterize intrinsic mechanical fluctuations.
We present in this article a few approaches we have explored in order to build a very sensitive detection scheme while limiting as much as possible any slow drift problems. They are all based on differential interferometry 5, 6 : 2 beams are produced in the measurement region of the AFM, the first being reflected on a static reference point of the sensor, the second on the free end of the cantilever. The optical path difference between those two beams will thus be directly proportional to the deflection of the cantilever, and knowledge of the wavelength gives a precise calibration of the measurement. The main originality of our work is the use of quadrature phase interferometry 18 in the context of AFM. This approach allows to extend the range of deflection to several µm, while retaining the very high resolution (down to 2.5 × 10 −15 m/ √ Hz in the latest developments). This unique combination of high precision and large input range paves the way to high resolution force spectroscopy on highly deformable objects.
The article is organized as follows: a first section describes the various configurations of the measurement area, and the quadrature phase interferometric detection scheme common to our realizations. We present in a second part the performances of the apparatus with a few thermal noise measurements, and compare these results with commercial devices, before the concluding remarks. 
II. EXPERIMENTAL SETUPS
Our setup is based on a differential interferometer to measure the deflection of the AFM cantilever: the reference beam is reflected on a static reference point of the sensor, the sensing beam on the free end of the cantilever. The main advantage of this approach is that we decouple the measurement of the deflection from the vibrations of the interferometer: the reference surface is on the sensor itself, and vibrations of the optical setup with respect to the cantilever are cancelled. We will present in the next paragraphs three possible designs of the sensing area, before their common quadrature phase analysis area
A. Interferometer: sensing area
We developed several strategies to produce the two beams in the measurement region of the AFM. The first one is inspired by reference 5 , where a calcite prism is used. In our setup, as illustrated by Fig. 1 ray. Both output beams are then equivalent: their optical path length is equal through the prisms. This setup has 2 advantages: not only the intrinsic optical path is the same on a flat cantilever (canceling the noise due to wavelength fluctuation in the light source), but so does the shift in the focus due to the parallel plates. We usually associate two 1 mm thick calcite beam displacers. Each one produces a 100 µm shift of its extraordinary ray, so the total separation is approximatively 141 µm and adapted to cantilevers longer than this value. The size of the laser spots is diffraction limited and can be tuned down to a few µm diameter. After reflection, the two beams are merged back together by the birefringent components and can be studied in the analysis area. The optical path difference δL is twice the deflection d of the cantilever:
One of the problem we had to deal with is the intrinsic curvature of some cantilevers:
when those are coated (to enhance reflectivity for instance), the metallic layer may produce internal stresses which lead to a static curvature of the sensor. Strategies to minimize this effect can be used (symmetric coating for example), but the tolerance of common detection systems to this defect is large since most only use a single reflection on the extremity of the cantilever. In our case, the two light beams must overlap in order to record interferences, and the bending of the reflective surface introduces a spatial separation of the 2 polarizations.
For instance, a small 2 • curvature (typical tolerance of commercially available sensors ) translate into a 2 mm separation of the beams back to the 30 mm focusing length. The contrast in such a case can decrease to very small values, and depending on the cantilevers we sometime need to address this problem.
When a force acting on the tip is deflecting the cantilever, the previous considerations on the intrinsic curvature applies as well to the induced bending. However, a ±2
• angular range for a 300 µm long cantilever translates into a ±7 µm deflection range, much larger than the typical limit of AFM setups.
The simplest solution to deal with curvature limitation is to increase the diameter of the laser beams so that even with such a large separation they still overlap sufficiently to record sharp interferences. Indeed, we can reach a fair contrast on bended cantilevers using a 7 mm (instead of our common 2 mm) beam, though handling clear apertures for such a large diameter is difficult in our compact setup.
Another way to circumvent the problem is illustrated in Fig. 2 . After reflection on the curved surface, the 2 beams corresponding to the 2 polarizations of the birefringent component are parallel when emerging the focusing lens. Indeed, both virtually come from the focal point but with different angles. We place a flat mirror perpendicular to the beams at this point: both are sent back on their original path, and overlap perfectly after a second reflection on the cantilever. This setup also doubles the sensitivity of the measurement:
adding a second reflection on the sensor doubles the optical path dependance on the deflection of the cantilever. This configuration can thus be interesting even for flat sensors.
However, the tuning of the apparatus is much more complex (the focal distance for instance should be perfectly set as the double pass multiplies any error in this direction). Moreover, another problem can be stressed for uncoated cantilevers: their poorly reflecting surface being used twice, the intensity of the signal is lowered significantly and the overall gain in accuracy is much lower than 2. A last strategy to create the two beams of the measurement area is illustrated in Fig.   3 . It is very similar to that of ref. The distance between the 2 focalization points is given by the angular separation of the prism α = 2
• and the focal length f = 30 mm, that is 1 mm in our setup. This distance is always greater than the length of the cantilever, so the reference beam is reflected on the For the following computation, we will use the configuration of Fig. 1 , but it can be easily extended to the other setups with minor changes. Let us call x and y the unity vectors along the optical axes of the calcites BD 0 , and E 0 = E 0 (x + y) the electric field of the incident beam, tuned to be linearly polarized at 45
• with respect to x and y. The total field of the beams after reflection and recombination is E ref + E tip = E 0 (x + e iϕ y), with ϕ the phase shift between the 2 polarizations. Since the optical path difference δL is twice the deflection d of the cantilever (equation 1), ϕ is simply
where λ = 633 nm is the wavelength of the He-Ne laser we use (Melles Griot LHP 691). The optical axes of the analyzing calcite prisms BD n are oriented at 45
• with respect to BD 0
(along x + y and x − y for BD 2 for example), hence the intensities of the projected beams on the 2 quadrants of the photodiodes are easily computed as where subscript n stand for the analyzing arm (n = 1, 2), I 0 is the total intensity corresponding to the light reflected by the cantilever 20 , and ψ 1 = 0 (first arm, without quarter wave plate) or ψ 2 = −π/2 (second arm, with quarter wave plate). The photocurrents are converted to voltages by home made low noise preamplifiers directly behind the photodiodes (AD8067 operational amplifiers with 100 kΩ retroaction and 1 MHz bandwidth) and directly sampled using high precision digitizers (NI-PXI 5922). Using post-acquisition signal processing, we can measure for each arm the contrast function of these two signals:
This way, we get rid of fluctuations of laser intensity, and have a direct measurement of the cosine of the total phase shift for each arm, ϕ + ψ n .
Let us rewrite eq. 4 as:
Under this formulation, the advantage of using two analyzing arms instead of one is obvious:
it allows one to have a complete determination of ϕ (modulo 2π). In the (C 1 , C 2 ) plane, a measurement will lay on the unit circle, its polar angle being the optical phase shift ϕ. The sensitivity to detect small variations in the deflection of the cantilever appears this way to be independent of the static deflection and the intrinsic optical path difference:
No tuning of the zero is necessary. The use of crossed polarizations for the two interfering beams is a key point of this method, since it allows a post processing of the phase difference (with the quarter-wave plate) to produce the quadrature phase signals.
Eventually, to measure the deflection d of the cantilever, all what we need to do is to acquire the two contrast C 1 and C 2 , and reconstruct d with standard digital data processing tools: ϕ = 4πd/λ can be computed as
Unwrapping of the phase ϕ to avoid discontinuities every 2π can be necessary for large amplitudes of deflection. This can easily be performed as long as the sampling frequency f s is sufficient: the distance between successive points should be smaller than π, which translates of into f s > 4ḋ/λ (whereḋ is the time derivative of d).
In the experimental realization, the unavoidable imperfections of optical components and of their alignment will lead the complex contrast to lay in reality on a tilted ellipse with axes smaller than one, instead of the unit circle: we can generically write
where over tilde contrasts represent the measured values (by opposition to the ideal values of equation 5), and C n < 1 are the contrast amplitudes in each arm, c n the contrast offsets, and ψ a residual mismatch to perfect quadrature 18 . These 5 parameters can easily be extracted from a calibration of the interferometer: we excite a small amplitude oscillation at resonance of the free cantilever with a piezo, and get the parameters from a generic fit of the recorded ellipse (see figure 6 ). In the Wollaston configuration, we can also produce the ellipse with a lateral driving of the birefringent prism, allowing us to calibrate the system with no oscillation of the cantilever. The results of these 2 methods in this case are in perfect 
III. PERFORMANCES OF OUR EXPERIMENTAL REALIZATION
We now present the main performances in terms of stability and precision of the two main configurations (bi-calcite and Wollaston). The double-path technique, due to its complexity of tuning, has mainly been used to deal with curved cantilevers, and was not systematically characterized.
A. Long term stability
We present in figure 8 the evolution over several hours of the deflection measured on a cantilever at rest, far from any sample. Slow environmental changes (temperature drift...) have little influence on the measurement: the deflection is stable within a ±1.5 nm fluctuation range, for both sensing strategies. This long term stability is excellent: for most applications, there is no need for frequent calibrations of the interferometer.
B. Thermal noise measurement
This section on the thermal noise of a cantilever is just a quick illustration of the high precision of our interferometric measurement of the deflection, an extensive study on this topic can be found in references [12] [13] [14] 16, 17 .
We use our setup to record the equilibrium fluctuations of a cantilever at rest, far from any and degrades faster at low frequency: the setup is more sensitive to external perturbations as the reference and sensing laser beams are separated on a longer distance. In both configuration however, the thermal noise of the cantilever is clearly visible, with 5 perfectly defined flexural modes in this 1 MHz frequency range. The 1/f like behavior at low frequency, 2 orders of magnitude larger than the background noise, is studied in references 14, 16 .
the light intensities recorded at each photodetector: the performance is close to optimal conditions, only 20% above the shot noise limit for a laser power around 100 µW per sensing beam. On top of this white noise, the conditioning electronic noise is added (raising the noise at low and high frequency), and some environmental vibration can be seen (bump in the 10 Hz region).
The Wollaston configuration is more sensitive to external perturbations, especially at low frequency where its background noise is not as low. Many more vibrations peaks due to environmental vibrations can be noted below 1 kHz. However, the mechanical noise intrinsic to the cantilever is still almost everywhere much higher than this detection limit at low frequency. For f in the 1 kHz − 300 kHz range, the background fluctuations reach again the shot noise limit, at 1.4 × 10 −14 m/ √ Hz.
We note a discrepancy between the two measurement methods: the amplitude of the spectrums are not equal, with a factor depending on the mode considered. Indeed, as the cantilever is 450 µm long, we have to correct the output of the bi-calcite configuration: the spots are only 141 µm distant, so the actual deflection is not equal to the interferometer output. The multiplicative factor to consider is mode dependent: as illustrated on figure 10, the coefficient is about 2 for the first mode, but can be smaller than one for higher order modes. We therefore correct the power spectrums of figure 9 for the bi-calcite configuration considering those factors (we switch between coefficient at half way between resonance frequencies). The final curve presented in figure 11 matches closely the measurement with the This mode dependent correction is anyway a complex procedure, which has to be tuned for every specific geometry. The background noise, in absolute better for bi-calcite configuration, can eventually get worse than that of the Wollaston configuration. Moreover, in between resonances, where the noise of the modes are of equivalent amplitude, further assumptions would be required to extract information from the measured fluctuation. Finally, the study of torsional modes is difficult with this setup as it requires a perfect alignment between the cantilever and the two laser spots. On figure 9 for instance, a peak of small amplitude can be noticed just before the third flexural mode resonance, only in the bi-calcite configuration:
we couldn't perfectly center both sensing beams, and the first torsional mode is visible on the spectrum. Unless the cantilever length is close to the laser spots distance, the bi-calcite configuration is thus not adapted to the simultaneous study of several modes, nor to the absolute characterization of the cantilever noise. However, its excellent performance at low frequency is ideal to study the low frequency behavior of thermal fluctuations, and this configuration is sometimes preferable, in the study of the 1/f noise at low frequency for example 14, 16 . 
C. Linearity of the sensor
To test the linearity of our interferometric method on a wide input range, we drive a cantilever close to its first resonance with a small piezo oscillation of its holder. The driving function generator has an excellent harmonicity, and even if the piezo response is not perfectly linear, thanks to the resonant behavior of the cantilever, the resulting deflection should be almost purely sinusoidal (except for the thermal noise contribution). The amplitude of the oscillation is chosen so that the complex contrast explore the full calibration ellipse, that is to say that the deflection is sinusoidal with peak-peak amplitude of λ/2 ∼ 300 nm, as shown in the inset of figure 12 .
The PSD of the measured deflection with and without the driving reported in figure 12 demonstrate the high dynamic range of your measurement: the thermal noise spectrum, of RMS amplitude 0.13 nm is perfectly defined and unchanged by the 300 nm oscillation.
Harmonics of the excitation signal are visible, but their amplitudes are orders of magnitude lower than that of the fundamental. The total harmonic distortion (THD) evaluated on this spectra is only 1.5 × 10 −5 . We tested oscillation amplitudes up to 3 µm retaining similar THDs around 10 −5 , demonstrating the high linearity of the sensor on this large input range.
We used this property for instance to evaluate thermal noise spectra during force curves on soft carbon nanotubes, retaining all useful spectral resolution while measuring deflection up to a few hundred nm 15 .
D. Comparison with other devices
To conclude this section on our deflection measurement setup, we compare its performance to that of commercial AFMs and other interferometric detection systems in the literature.
Most commercial AFMs today use an optical lever configuration 8 : a laser beam is focused on the cantilever, and the reflected light is collected on a 4 quadrants photodiode.
A deflection changes the position of the spot on the detector, thus the relative intensities of each segment proportionally to the slope of the illuminated part of the cantilever. This method is very simple to implement, and achieves a high precision: using dedicated cantilever geometries, it can even be as sensitive as an interferometric approach 22, 23 . However, for common geometries and commercially available cantilevers, the shot-noise limit of the optical lever technique is around ten time higher than our interferometric approach 24 : the background noise for the cantilever of figure 9 is at best 10 −13 m/ √ Hz. Moreover, the electronic and environmental noise are most of the time not as low as in our experiment, making low frequency measurements of thermal noise impossible with commercial devices. Lastly, a calibration step is required to convert the output of the photosensor into the actual deflection of the cantilever: during a contact with a hard surface, the sample is moved vertically of a known distance, leading to the calibration constant. This step can be undesirable, to prevent any alteration of the tip during the hard contact for instance, and can be avoided with interferometric approaches. Moreover, this calibration procedure is accurate only for static deflections, and the correction to consider depends non trivially on the mode considered at higher frequency 25 .
We present in figure 13 a comparison of noise measurements with our setup (Wollaston configuration) and three commercial devices, on the same cantilever. A mode dependent multiplicative factor has been applied to the three spectrums acquired on commercial apparatuses, so that the amplitude of each resonance matches our calibrated measurement. The background noise of the three detection systems is dominant everywhere except at the resonances, and is at least 10 time worse (in m/ √ Hz units) than in our interferometer, though the laser spot intensity is 10 times higher (around 1.1 mW in the 3 devices). Low frequency information on the mechanical thermal noise is not accessible:
• for the 2 Veeco devices, the electronic 1/f noise is dominant. The spectrum below 1 kHz is not accessible in the Nanoscope V due to software limitation. It was acquired using a Signal Access Module and independent acquisition cards on the Nanoscope IIIa.
• for the Asylum AFM, the low frequency noise is processed with a high pass filter, cutting the electronic 1/f noise but also any physical information about the system.
Let us stress anyway that the high sensitivity of 4 quadrant detectors is more than sufficient for imaging purposes. Its simplicity drove its election in most commercial systems. However, in thermal noise study or force spectroscopy, the higher resolution and intrinsic calibration of our approach can lead to original results.
Before the optical lever technique became dominant, a bloom of various approaches to read the cantilever deflection followed the invention of the AFM by Binnig, Quate and Gerber in 1986 1 . Interferometric methods were and still are the most sensitive methods, and exist nowadays as home built systems in a few laboratories. We will focus only on homodyne interferometers, since heterodyne setups 26 are usually limited to dynamic operation and cannot access the static information which is of interest for force spectroscopy applications.
They can be categorized into two main groups:
• Fabry-Pérot like interferometers. In its most simple realization, the fiber interferometer, the resonant cavity is composed by the cantilever and the cleaved end of an optical interferometer and thus its sensitivity, a reflective coating covering the fiber end has been proposed in references 7, 9, 27, 28 . A drawback of this design is the coupling between deflection and light intensity in the cavity: photothermal and radiation pressure bending the cantilever are function of the light intensity which is linked to the deflection.
This can result into a self oscillating as well as a self cooling cantilever 29, 30 , eventually complicating the data analysis. Hoogenboom and coworkers 10, 31 , in a convergent geometry where the cantilever is at the focal point of a concave semi-reflecting lens, reached a finesse of 20. The output is in this case highly non linear, but for deflection much smaller than the wavelength around the optimum of sensitivity, a background noise of 10 −15 m/ √ Hz at high frequency (1 MHz and higher) can be reached for an incident light power of 1 mW. The noise at lower frequencies (less than 250 kHz) is however at best comparable to the performance of our system.
• Differential interferometers. These interferometers 5, 6, [32] [33] [34] have inspired this work.
They use birefringent elements to split an incident light into two beams of crossed polarization which are both focused on the cantilever (or on a reference mirror strongly connected to it 33, 34 ). Those systems have shot noise limited performances, and as such are as good as our realization: the baseline for the background noise reached in these experiments is around 10 −14 m/ √ Hz for comparable incident light power.
Our experimental device, described in details in this chapter, thus reaches one of the best precision one can hope for only 100 µW incident light power on the cantilever. It presents moreover a significant advantage over every other configuration: the deflection range for which this performance is available is very wide, up to a few µm. The convergent FabryPérot configuration 31 for example, reaching the best absolute performance, implies a cavity finesse of 20, limiting the linear deflection range to 20 nm at best. With other interferometer design, the typical range available is smaller than λ/4, thus around 100 nm. High precision optical lever set-ups 35 also present a limitation around 100 nm for their linear deflection range (and require an additional calibration step, as already mentioned).
IV. CONCLUSION
Let us summarize the main properties of our interferometric measurement of AFM cantilever deflection:
• A very high resolution, down to 10 −14 m/ √ Hz, on a very wide spectral range, equaling or out-performing the best results reported in the literature for equivalent light power, especially at low frequency.
• A huge deflection range, up to several µm, much larger than any other high precision systems.
• An intrinsically calibrated measurement, thanks to the interferometric approach.
• A very stable sensor, with less than 3 nm drift over 24 h.
Since the ultimate precision of our interferometer in shot noise limited, the natural next step is to try to increase the laser power to enhance even further the resolution. We recently per sensing beam, we were able to lower the background noise down to 2.5 × 10 −15 m/ √ Hz on an aluminum coated cantilever. If the effect of such a large intensities (such as photothermal effects) are still to explore, this experiment demonstrates that even sharper details could be detected with this set-up, pushing the limit of detection noise more than 2 orders of magnitude lower than that of the best commercial systems.
